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In animal experiments, the pathogenesis of lung hemorrhage due to exposure to clinical diagnostic
levels of ultrasound has been attributed to an inertial cavitation mechanism. The purpose of this
article is to report the results of two experiments that directly contradict the hypothesis that
ultrasound-induced lung hemorrhage is caused by inertial cavitation. Elevated hydrostatic pressure
was used to suppress the involvement of inertial cavitation. In experiment one, 160 adult mice were
equally divided into two hydrostatic pressure groups~0.1 or 1.1 MPa!, and were randomly exposed
to pulsed ultrasound~2.8-MHz center frequency, 1-kHz PRF, 1.42-ms pulse duration, 10-s exposure
duration!. For the two hydrostatic pressure groups~80 mice each!, 8 in situ peak rarefactional
pressure levels were used that ranged between 2.82 and 11.8 MPa~10 mice/group!. No effect of
hydrostatic pressure on the probability of hemorrhage was observed. These data lead to the
conclusion that lung hemorrhage is not caused by inertial cavitation. Also, the higher hydrostatic
pressure enhanced rather than inhibited the impact of ultrasonic pressure on the severity
~hemorrhage area, depth, and volume! of lesions. These counterintuitive findings were confirmed in
a second experiment using a 235 factorial design that consisted of two ultrasonic pressure levels
and five hydrostatic pressure levels~100 mice, 10 mice/group!. If inertial cavitation were the
mechanism responsible for lung hemorrhage, then elevated hydrostatic pressures should have
resulted in less rather than more tissue damage at each ultrasonic pressure level. This further
supports the conclusion that the pathogenesis of ultrasound-induced lung hemorrhage is not caused
by inertial cavitation. ©2000 Acoustical Society of America.@S0001-4966~00!01309-6#

PACS numbers: 43.80.Gx, 43.25.Yw@FD#
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INTRODUCTION

The clinical use of diagnostic ultrasound has had a
markable safety record with no reported adverse effect
human beings. However, concerns for its safety have b
raised recently following the publication of experimen
findings documenting lung hemorrhage in mice,1–5 rats,6

rabbits,4,5 monkeys,7 and pigs8–10 at levels of ultrasound ex
posure and pulsing conditions consistent with those used
ultrasonography in human beings. Thus there are quest
of fundamental clinical significance regarding the safe use
ultrasonography. Can diagnostic ultrasound produce l
damage in human beings and, if so, under what expo
conditions does the damage affect pulmonary functio
Credible answers to these questions must come fromin vivo
laboratory animal studies that are focused on the mechan
and biological mechanisms responsible for ultrasou
induced lung hemorrhage. Comparisons ofin vivo studies on
the safety of ultrasound, using animal species with lu
structure and function similar and dissimilar to human b
ings, can provide the scientific basis for extrapolation to
man beings.

Exposure to ultrasound can produce thermal and n

a!Electronic mail: wdo@uiuc.edu
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thermal effects that alter tissue integrity and cellular fun
tion. Heating results from absorption, the transfer of m
chanical energy from the ultrasound wave to tissue, and
failure of tissue to dissipate that energy efficiently. A rise
the temperature of several degrees Celsius can result in
injury ranging from altered function of enzyme systems
coagulation of cellular proteins and cell death. Howev
several studies have indicated that heating is not respon
for ultrasound-induced lung hemorrhage.1,2

Nonthermal effects in lung could occur through bo
cavitational and noncavitational mechanisms. Inertial cav
tion ~cavitational mechanism! involves the growth and col-
lapse of small microbubbles~and requires the presence
cavitation nuclei-stabilized gas microbubbles! at ultrasonic
pressures typical of medical ultrasound. Other mechan
effects~noncavitational mechanisms! can occur in the pres
ence of larger gas bodies within tissues or in tissues lack
cavitation nuclei. Noncavitational mechanisms include rad
tion force, radiation torque, and microstreaming and c
cause tissue injury due to stress and shearing.11

Studies on ultrasound exposure conducted over the
decade have provided indirect evidence implicating cav
tion in the pathogenesis of lung hemorrhage.1,6,7,11Aeration
of the lung is necessary to produce hemorrhage.2 Because of
air in alveoli, it has been hypothesized that small bubb
1290108(3)/1290/8/$17.00 © 2000 Acoustical Society of America
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TABLE I. Experiment 1 ultrasonic exposure levels for the 0.1- and 1.1-MPa hydrostatic pressure study. The means of the axial maximum water-baes
of the peak rarefactionalpr ( in v i tro ) and peak compressionalpc( in v i tro ) ultrasonic pressures are reported for a hydrostatic pressure of 0.1 MPa. The esti
in situ ~at the pleural surface! values of the peak rarefactionalpr ( in situ) and peak compressionalpc( in situ) ultrasonic pressures are reported for both hydrosta
pressure conditions. The Mechanical Index is determined according to the ODS procedures~Ref. 28!. The pulse repetition frequency was 1 kHz for a
exposure conditions except the sham-exposure conditions for which the PRF was 10 Hz.

Number of
mice ~0.1-

MPa
Hydrostatic
pressure!

Number of
mice ~1.1-

MPa
Hydrostatic
pressure!

pr ( in v i tro )

~0.1-MPa
Hydrostatic
pressure!
~MPa!

pc( in v i tro )

~0.1-MPa
Hydrostatic
pressure!
~MPa!

pr ( in situ)

~0.1-MPa
Hydrostatic
pressure!
~MPa!

pc( in situ)

~0.1-MPa
Hydrostatic
pressure!
~MPa!

Mechanical
index ~0.1-

MPa
hydrostatic
pressure!

pr ( in situ)

~1.1-MPa
Hydrostatic
pressure!
~MPa!

pc( in situ)

~1.1-MPa
Hydrostatic
pressure!
~MPa!

15 ~sham! 15 ~sham! 0.28 0.28 0.25 0.26 0.14 a a

10 - 3.13 3.46 2.82 3.12 1.54 - -
10 10 4.19 4.46 3.78 4.02 2.06 3.42 3.64
10 - 5.33 6.24 4.99 5.63 2.72 - -
10 10 6.42 7.20 5.79 6.50 3.15 5.24 5.88
10 10 7.49 8.35 6.76 7.53 3.67 6.11 6.81
10 10 9.02 10.8 8.14 9.77 4.40 7.37 8.84
10 10 10.2 13.0 9.21 11.8 4.97 8.33 10.6
10 10 11.4 15.1 10.2 13.6 5.51 9.26 12.3
- 10 12.8 19.9 - - 6.16 10.5 16.3
- 10 14.5 22.9 - - 6.96 11.8 18.7

aPositioning of the ultrasound focal region on the lung surface was done at a hydrostatic pressure of 0.1 MPa prior to the mouse being placed in thearic
chamber. This procedure was required to maintain blinded exposures so that the mouse handler did not know the hydrostatic pressure conditio
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~1–5 mm in diameter! may exist in the surfactant layer an
serve as cavitation nuclei.7 If cavitation nuclei are present
then exposure of these gas bubbles to high ultrasonic stre
may result in their violent oscillation and rapid collapse
process known as inertial cavitation. Under these conditio
the motion of the gas–liquid interface may reach superso
speeds~producing shock waves! and bubble collapse ma
generate chemically reactive free radicals, extremely h
temperatures, and microjets, which could easily damage
air–blood barrier resulting in lung hemorrhage.11 As a result,
investigators have suggested that inertial cavitation is
mechanism responsible for lung hemorrhage in at le
mice,1 rats,6 and monkeys,7 and it is thus important to deter
mine conclusively if inertial cavitation is the mechanism r
sponsible for lung hemorrhage.

The purpose of this article is to report the results o
series of experiments that directly contradict the view t
ultrasound-induced lung hemorrhage is caused by ine
cavitation. To test whether inertial cavitation was respons
for lung damage, this study was designed to determin
overpressure~i.e., increased hydrostatic pressure! could sup-
press lung damage. Increased hydrostatic pressure has
used to suppress cavitation in studies of the biological effe
of ultrasound,3,12–18as well as to suppress cavitation asso
ated with extracorporeal shock waves.19–21 The effect of the
overpressure may be to reduce or eliminate the negative
pressure during the pulse, which will increase the thresh
for inertial cavitation.22,23 However, overpressures that we
small compared to the peak negative pressure assoc
with lithotripsy pulses have been shown to reduce or eli
nate inertial cavitationin vitro,19–21 and it has been sug
gested that this may be associated with the elimination
cavitation nuclei.20,21 Regardless of the mechanism, the
studies utilized the fact that elevated hydrostatic pressure
creases the cavitation threshold, or suppres
cavitation.24–27
1291 J. Acoust. Soc. Am., Vol. 108, No. 3, Pt. 1, Sep 2000
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I. MATERIALS AND METHODS

A. Animal handling and experimental design

Two experiments were conducted. The second exp
ment was designed to test counterintuitive findings from
first experiment. The experimental protocols were appro
by the campus’ Laboratory Animal Care Advisory Comm
tee and satisfied all campus and NIH rules for the hum
use of laboratory animals. Animals were housed in
AAALAC approved animal facility, placed in groups of fou
in polycarbonate cages, and provided food and waterad li-
bitum.

For experiment 1~Table I28! there were a total of 190
six-to-seven-week-old 27.862.1-g female ICR mice~Harlen
Sprague Dawley Laboratories, Indianapolis, IN!. One hun-
dred and sixty mice were divided (n580/group) into two
hydrostatic pressure groups@0.1 MPa~1 atm! and 1.1 MPa
~11 atm!#. Each hydrostatic pressure group was subdivid
into eight-ultrasonic pressure groups consisting of ten m
per group. The other 30 mice were divided (n515/group)
into the 2 hydrostatic pressure groups and were the sh
exposed animals.

For experiment 2~Table II! there were a total of 115
six-to-seven-week-old 26.863.1-g female ICR mice~Harlen
Sprague Dawley Laboratories, Indianapolis, IN!. One hun-
dred mice were divided (n510/group) into ten groups base
on a 235 factorial design. There were twoin situ peak rar-
efactional pressure groups~6.0 and 10.9 MPa! and five hy-
drostatic pressure groups~0.1, 0.4, 0.7, 1.0, and 1.3 MPa!.
The other 15 mice were divided (n53/group) into the 5
hydrostatic pressure groups and were the sham-exposed
mals.

For both experiments, animals were assigned to e
hydrostatic pressure group and ultrasonic pressure grou
random. The sham-exposed animals were incorporated
the randomization. The individuals involved in animal ha
1291O’Brien et al.: Inertial cavitation not causing lung hemorrhage
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TABLE II. Experiment 2 ultrasonic exposure levels at the five hydrostatic pressure levels. The means
axial maximum water-based values of the peak rarefactionalpr ( in v i tro ) and peak compressionalpc( in v i tro )

ultrasonic pressures are reported for a hydrostatic pressure of 0.1 MPa. The estimatedin situ ~at the pleural
surface! values of the peak rarefactionalpr ( in situ) and peak compressionalpc( in situ) ultrasonic pressures ar
reported at the indicated hydrostatic pressure levels. The Mechanical Index is determined according to t
procedures~Ref. 28!. The pulse repetition frequency was 1 kHz for all exposure conditions except the
exposure conditions for which the PRF was 10 Hz.

Number of
mice

Hydrostatic
pressure
~MPa!

pr ( in v i tro )
a

~MPa!
pc( in v i tro )

a

~MPa!
pr ( in situ)

~MPa!
pc( in situ)

~MPa!
Mechanical

indexa

15 ~sham! 0.1 0.28 0.28 0.25b 0.25b 0.14
10 0.1 6.45 7.26 5.95 6.69 3.09
10 0.4 6.70 7.79 5.99 6.96 3.21
10 0.7 7.09 8.60 6.05 7.34 3.39
10 1.0 7.22 8.87 6.07 7.48 3.45
10 1.3 7.22 8.87 6.07 7.48 3.45
10 0.1 11.7 18.3 10.8 16.8 5.52
10 0.4 12.2 19.2 10.9 17.1 5.72
10 0.7 12.8 20.5 10.9 17.5 6.02
10 1.0 13.0 20.9 11.0 17.7 6.11
10 1.3 13.0 20.9 11.0 17.7 6.11

apr ( in v i tro ) , pc( in v i tro ) , and Mechanical Index are reported at 0.1-MPa hydrostatic pressure.
bPositioning of the ultrasound focal region on the lung surface was done at a hydrostatic pressure of 0
prior to the mouse being placed in the hyperbaric chamber. This procedure was required to maintain
exposures so that the mouse handler did not know the hydrostatic pressure condition.
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dling, exposure, and lesion scoring were blinded to the
posure conditions. The exposure conditions were reve
only after the final results were tabulated.

Mice were weighed and then anesthetized with ketam
hydrochloride~125.0 mg/kg! and xylazine~25.0 mg/kg! ad-
ministered intraperitoneally. For each animal, the skin of
left thorax was exposed by removing the hair with an elec
clipper, followed by a depilatory agent~Nair®, Carter-
Wallace, Inc., New York, NY! to maximize sound transmis
sion. A black dot was placed on the skin at approximat
the sixth to ninth rib. The anesthetized animal was place
a specially designed holder, to which the ultrasonic tra
ducer was attached. A removable pointer, attached to
transducer, was used to position the ultrasonic beam per
dicular to the skin at the position of the black dot and in t
beam’s focal region.

The holder was placed in a separate degas
temperature-controlled~30 °C! water tank for transducer po
sitioning. The transducer was not in direct contact with
mouse. Water served as the coupling medium between
ultrasound transducer and the mouse in order to align
transducer’s focal region on the pleural surface. The lo
power pulse-echo signal of the exposure system~RAM 5000,
Ritec, Inc., Warwick, RI! displayed on an oscilloscope wa
used to adjust the transducer’s axial position so that the f
region was within 1 mm of the lung surface. The low-pow
exposure conditions were as follows: 2.8-MHz center f
quency, 10-Hz pulse repetition frequency, 1.42-ms pulse du-
ration, 5–20-s exposure duration~see sham in Tables I and
for these low-level ultrasonic pressure levels!. The lung sur-
face provided distinctive echo characteristics that allowed
the precise positioning of the focal region of the ultrasou
beam on the pleural surface. The holder was then remo
from this separate water tank and placed in a specially
ricated hyperbaric chamber,12,16,17 and the animal was ex
oc. Am., Vol. 108, No. 3, Pt. 1, Sep 2000
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posed to pulsed ultrasound~2.8-MHz center frequency
1-kHz pulse repetition frequency, 1.42-ms pulse duration,
10-s exposure duration!. For animals exposed at the elevat
hydrostatic pressure, the hydrostatic pressure was incre
to its maximum level in about 6 min and then decreased b
to 0.1 MPa in about 4 min, a procedure that was adhere
for all animals. Following the ultrasound exposure proc
dure, the animal was removed from the chamber and hol
and euthanized under anesthesia by cervical dislocation.

The 2.8-MHz center frequency was used since it w
within the lower end of the diagnostic ultrasound frequen
range. The 10-s exposure duration was used to simulate
cidental exposure to lung tissue since, in clinical practice,
lung is generally not intentionally exposed to diagnostic
trasound.

The thorax was opened, and the thickness of each
thoracic wall~skin, rib cage, and parietal pleura! at the point
of exposure was measured~experiment 1:2.8960.90 mm for
all 190 mice; experiment 2: 2.3260.36 mm for all 115 mice!
using a digital micrometer~accuracy: 10mm!. These chest
wall measurements were used for later calculation of thein
situ ultrasonic pressures at the visceral pleural surf
~Tables I and II!. The lungs were removed from each anim
and the left lung lobe was scored for the presence or abs
of hemorrhage. Lung hemorrhage formed along the pathw
of the ultrasound beam, and the lesion assumed a con
shape. The base of the lesion originated at the visceral p
ral surface and was elliptical in shape. The lesion exten
into lung parenchyma to form its apex at varied dep
within the lung. The left lung was fixed by immersion i
10% neutral-buffered formalin for a minimum of 24 h. Afte
fixation, the elliptical dimensions of each lung lesion at t
visceral pleural surface were measured using a digital
crometer where ‘‘a’’ is the semi-major axis and ‘‘b’’ is the
semi-minor axis. The lesion was then bisected and the de
1292O’Brien et al.: Inertial cavitation not causing lung hemorrhage
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‘‘ d’’ of the lesion within the pulmonary parenchyma wa
also measured. The surface area (pab) and volume
(pabd/3) of the lesion were calculated for each anim
Each half of the bisected lesion was embedded in para
sectioned at 5mm, stained with hematoxylin and eosin, an
evaluated microscopically.

B. Transducer characteristics and ultrasound field
calibrations

Ultrasonic exposures were conducted for both exp
ments using a focused, 19-mm-diameter,f /1, lithium niobate
ultrasonic transducer~Valpey Fisher, Hopkinton, MA!.
Pulse-echo field distribution measurements29 in degassed wa
ter yielded the following transducer characteristics: 2.8-M
center frequency, 11.6% fractional bandwidth, 18.9-mm
cal length, 466-mm, 6-dB beamwidth at the focus, 2.73-mm
6-dB depth of focus.

A special procedure was developed to routinely calibr
the ultrasound fields in degassed water. This procedure
based on accepted national standards.28,30 The source trans
ducer’s drive voltage was supplied by Ritec’s RAM5000 th
has the capability to deliver up to a 5-kW single-cycle pu
into a 50-ohm load. An automated search procedure was
veloped to determine the beam axis at each drive voltag31

This search procedure was based on the maximum valu
the pulse intensity integral~PII!. The maximum PII value
was determined at various axial positions using a compu
controlled micropositioning system~three orthogonal axes
each with a linear accuracy of 2mm!. The coordinates of
these maximum PII values were used to determine the b
axis using a linear regression procedure. The same calibr
hydrophone used to determine the beam axis was sca
along the beam axis and through the focal region at 50-mm
intervals. At each interval, the rf hydrophone waveform w
digitized ~500 Ms/s, LeCroy Model 9354TM, Chestnu
Ridge, NY!. These digitized hydrophone waveforms we
processed off-line ~Matlab®, Natick, MA! on a Sun
UltraSparc workstation to yield the following axial profile
rarefactional pressure, compressional pressure, pulse in
sity integral, and their respective derated~0.3-dB/cm MHz!
profiles. Twelve independent axial calibrations were co
ducted over the two-month period of the experiments us
two calibrated PVDF membrane hydrophones~Sonic Tech-
nologies Model 804-010, Hatboro, PA and Marconi Mod
Y-34-6543, Chelmsford, U.K.!; standard deviations wer
less than 15% of their respective mean values. The wa
based exposure quantities determined from the calibr
axial profiles were the maximum values of the peak raref
tional pr ( in v i tro ) and peak compressionalpc( in v i tro ) ultra-
sonic pressures~Tables I and II!. The axial locations of
pc( in v i tro ) and pr ( in v i tro ) were determined, and their axia
differences ranged from about 10mm for the sham-exposur
level to about 800mm for the highest exposure level. Th
Mechanical Index was calculated using the ODS procedu28

from pr .3 /Af c, wherepr .3 is the peak rarefactional pressu
derated by 0.3 dB/cm MHz at the location where the dera
pulse intensity integral PII0.3 is a maximum andf c is the
center frequency of 2.8 MHz.
1293 J. Acoust. Soc. Am., Vol. 108, No. 3, Pt. 1, Sep 2000
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The in situ ~at the pleural surface! peak rarefactional
pressure levels were estimated from

pr ~ in situ!5T•pr ~ in v i tro !e
2~A•x!, ~1!

wherepr ( in v i tro ) is the maximum peak rarefactional pressu
at 0.1-MPa hydrostatic pressure, ‘‘A’’ is the mean attenua-
tion coefficient of the chest wall (3.1060.86 dB/cm at 2.8
MHz; Ref. 32! measured from 35 separate chest walls us
a broadband through-transmission insertion loss techniqu33

and ‘‘x’’ is the mean chest wall thickness (2.8
60.90 mm). The transducer’s relative pressure efficien
‘‘ T’’ was determined by operating the Ritec’s RAM5000
its pulse-echo mode. The 2.8-MHz transducer was place
the hyperbaric chamber, and the echo amplitude reflec
from a stainless steel reflector~oriented normal to the beam
axis with the focus at the reflector surface! was measured a
a function of hydrostatic pressure~from 0.1 to 1.45 MPa in
0.15-MPa increments!. Five Ritec drive voltage levels wer
used that bracketed the ultrasonic pressure levels of b
animal experiments. The pressure efficiency experiment
conducted on two different days, and there was no appa
difference between the two data sets. Therefore, the pu
echo amplitude results at each drive voltage were avera
for each hydrostatic pressure level. The pulse-echo am
tude results as a function of hydrostatic pressure were
malized to that at a hydrostatic pressure of 0.1 MPa to yi
the squared relative pressure efficiencyT2. For experiment
1, two hydrostatic pressures were used for whichT51.00
~0.1 MPa! and 0.91~1.1 MPa!. For experiment 2, five hydro
static pressures were used for whichT51.00~0.1 MPa!, 0.97
~0.4 MPa!, 0.93 ~0.7 MPa!, 0.91 ~1.0 MPa!, and 0.91~1.3
MPa!. The results reported herein are in terms ofpr ( in situ)

~Tables I and II!.

II. RESULTS

Sham-exposed mice were included in the randomi
designs of both experiments. These mice received low-le
ultrasonic exposure~see Tables I and II! during the beam
alignment procedure. Thirty sham-exposed mice were
cluded in the first experiment, fifteen for each hydrosta
pressure condition. Fifteen sham-exposed mice were
cluded in the second experiment, three for each hydrost
pressure condition. In all cases, none of the sham-expo
mice demonstrated lung hemorrhages.

Data analyzed for each animal included the presenc
absence of a lesion, the lesion surface area, and the le
depth. Lesion volume was not statistically analyzed as
outcome because it did not provide information independ
of lesion area and depth. The effects ofpr ( in situ) and hydro-
static pressure, and the interaction of these factors, upon
presence or absence of a lesion~percentage of animals with
lung lesions! were analyzed using multiple logistic regre
sion analysis34 ~Fig. 1!. There was no significant differenc
in percentage of lesions between the two hydrostatic pres
groups.

The effects ofpr ( in situ) and hydrostatic pressure, and th
interaction of these factors, upon lesion surface area
depth were analyzed using multiple linear regress
analysis35 ~Fig. 2!. At low ultrasonic pressures, lesions we
1293O’Brien et al.: Inertial cavitation not causing lung hemorrhage
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nonexistent or small, and there were no significant effe
due to hydrostatic pressure. Aspr ( in situ) increased, lesion
area and depth increased. Increase in lesion area with
creasedpr ( in situ) occurred at a greater rate at 1.1-MPa h
drostatic pressure than at 0.1-MPa hydrostatic pressure.
respect to lesion depth, there was no significant effec
hydrostatic pressure or an interaction ofpr ( in situ) with hy-
drostatic pressure. These data indicate that increases in
drostatic pressure enhance~rather than inhibit! lesion surface
area; however, hydrostatic pressure did not appear to mo
the effect ofpr ( in situ) in penetrating lung tissue.

Based on the results of experiment 1, a second exp
ment was conducted to confirm the counterintuitive findin
The second experiment had a 235 factorial design~two
pr ( in situ) levels and five hydrostatic pressure levels!. One of
the pr ( in situ) levels ~6.0 MPa! was selected to be near b
slightly greater than the 5.5-MPapr ( in situ) crossover point of
the two regression lines from the first study@Figs. 2~A! and
2~B!#, where no substantial hydrostatic pressure effect w
noted. The otherpr ( in situ) level ~10.9 MPa! was selected to
be much higher, where the hydrostatic pressure level
observed to affect lesion size. The water-based calibra
value of pr ( in v i tro ) was varied in order to keeppr ( in situ)

constant at either 6.0 MPa or 10.9 MPa for each of the
drostatic pressure levels.

If the relationships identified in experiment 1 were re
licated, then lesion depth and surface area would incre
with higher pr ( in situ) , and for lesion area these differenc
would be predicted to be greater as hydrostatic press
increased. This prediction was supported in part. The res
of experiment 2 confirmed an increase in the probability o
lesion, lesion area, and lesion depth with increasing ul
sonic pressure. There were new findings in the second
periment. Increased hydrostatic pressure was associated
increased probability of a lesion~Fig. 3! and increased lesion
depth~Fig. 4!. However, in contrast to the first experimen
there was no interaction betweenpr ( in situ) and hydrostatic

FIG. 1. Percentage of lesions (n510/group) as a function ofpr ( in situ) at
hydrostatic pressures of 0.1 and 1.1 MPa for experiment 1. The mul
logistic regression analysis~model x25101.4; p,0.0001) indicates there
was no apparent effect of hydrostatic pressure on whether or not a le
occurred. However, increasedpr ( in situ) was associated with an increase
probability of a lesion occurring (p,0.0001). There was no apparent inte
action between the experimental factors.
1294 J. Acoust. Soc. Am., Vol. 108, No. 3, Pt. 1, Sep 2000
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pressure, although the main effect ofpr ( in situ) in increasing
lesion area was still apparent~Fig. 4!. This lack of interac-
tion betweenpr ( in situ) and hydrostatic pressure suggests t
the effects are additive from the individual observatio
(pr ( in situ) and/or hydrostatic pressure!.

III. DISCUSSION

A considerable amount of work has been published
garding lung hemorrhage caused by ultrasound.11 There is
agreement that gas in the lung plays a role in the ultrasou
induced damage mechanism, and that the mechanism is

le

on

FIG. 2. Mean lesion area~A!, depth~B!, and volume~C! as a function of
pr ( in situ) at hydrostatic pressures of 0.1 and 1.1 MPa for experiment 1. E
bars~shown in only one direction! represent standard error. The fitted line
are regression functions determined from natural log transforma
@ ln(measure11)# of lesion area and depth as a function ofpr ( in situ) at
hydrostatic pressures of 0.1~solid line! and 1.1~dashed line! MPa for all
160 mouse lungs~16 groups with 10 mice/group!. The logarithmic transfor-
mation of lesion area and depth was conducted to correct for nonnorm
and heterogeneity of residual variance. The linear regression analysis
cated there was an interaction betweenpr ( in situ) and hydrostatic pressure in
affecting lesion surface area (p50.017). There was no significant interac
tion betweenpr ( in situ) and hydrostatic pressure in affecting lesion dep
(p50.12). Lesion depth increased with increasing ultrasonic pressurep
,0.0001).@Model R250.39 for surface area;5 0.31 for depth.#
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thermal. However, a distinction must be made betwe
mechanisms involving large gas bodies, such as gas in
alveoli of the lung~38–49mm; Refs. 36–38!, and classical
inertial cavitation that involves small microbubbles as nuc
~radii on the order of 1mm or less; Ref. 39!. Evidence has
been slowly accumulating that suggests that the mechan
of damage in the lung is not inertial cavitation. There see
to be no dependence on whether the negative or pos
pressure components of the ultrasonic pulse ca
lithotripter-induced lung damage whereas inertial cavitat
is associated with the negative pressure.40 The frequency de-
pendence may not be the same as that associated with e
due to the presence of contrast agents that quite cle
nucleate inertial cavitation.41

These two experiments using overpressure to supp
inertial cavitation indicate quite conclusively that inerti
cavitation is not responsible for the lung damage. If iner
cavitation were the responsible mechanism, then the hig
hydrostatic pressure results would have resulted in lo
rather than higher tissue damage at eachpr ( in situ) level. The
interaction identified in this study indicates that the mec
nism is more complex. At lowpr ( in situ) ~around 5.5 MPa!,
there was no apparent effect of hydrostatic pressure on
hemorrhage. Aspr ( in situ) increased, lesions became mo
common and larger in area and depth, and hence volume
these higher ultrasonic pressures, a modifying effect of
drostatic pressure became apparent. However, instead o
hibiting lung hemorrhage, higher hydrostatic pressure
hanced damage~as indicated by higher lesion areas, dept
and volumes! ~Figs. 2 and 4!, with this enhancement of hem
orrhage increasing with increasingpr ( in situ) .

The absence of lung damage at lowpr ( in situ) levels for
both hydrostatic pressures from experiment 1~Figs. 1 and 2!
suggests there is a threshold for ultrasound-induced l
hemorrhage that is independent of hydrostatic pressure.
imperceptible differences in the level of damage at the lo
est pr ( in situ) levels, however, makes the determination o

FIG. 3. Percentage of lesions (n510/group) as a function of hydrostati
pressure atpr ( in situ) values of 6.0 and 10.9 MPa for experiment 2. T
multiple logistic regression analysis~modelx2535.7; p,0.0001) indicates
that the probability of a lesion increased with increasingpr ( in situ) (p
,0.0001) and with increasing hydrostatic pressure (p50.004), but there
was no significant interaction effect for these experimental factorsp
50.066).
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threshold~ultrasonic pressure level at which there is no
fect! difficult. In any case, an approximate range of thres
olds can be estimated from the results reported herein
must be emphasized, however, that the basic experime
design was not intended to identify definitive threshold
Best-fit straight lines for the two hydrostatic pressure d
sets ~using eight values each of Fig. 1! yielded pr ( in situ)

intercepts of 3.1 and 3.0 MPa for 0.1- and 1.1-MPa hyd
static pressures, respectively. It is clear from Fig. 1 that
pr ( in situ) threshold is less than 3 MPa and therefore an e

FIG. 4. Mean lesion area~A!, depth~B!, and volume~C! as a function of
hydrostatic pressure atpr ( in situ) values of 6.0 and 10.9 MPa for experimen
2. Error bars~shown in only one direction! represent standard error. Th
fitted lines are regression functions determined from natural log transfor
tion @ ln(measure11)# of lesion area and depth as a function of hydrosta
pressures atpr ( in situ) values of 6.0~solid line! and 10.9~dashed line! MPa
for all 100 mouse lungs~10 groups with 10 mice/group!. The logarithmic
transformation of lesion area and depth was conducted to correct for
normality and heterogeneity of residual variance. The linear regres
analysis indicated that both increasingpr ( in situ) and hydrostatic pressure
increased the lesion area@R250.57#, and lesion depth@R250.47# @both p
values,0.0001#. However, the interaction effect betweenpr ( in situ) and hy-
drostatic pressure in affecting lesion surface area was not apparent. U
sound exposure contributed most to the lesion surface area~accounting for
45% of the variance in surface area and 41% of the variance in le
depth!.
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mated threshold range around 2.0 MPa seems more rea
able. This value is slightly greater than the values repor
by others1,42 with adult mice near this ultrasonic frequenc
using longer exposure durations.

The results shown in Fig. 1 indicate that thepr ( in situ)

threshold for hemorrhage occurrence was approximately
same at hydrostatic pressures of 0.1 and 1.1 MPa. This fi
ing leads to the conclusion that the initiation of lung hem
rhage is not caused by inertial cavitation. Even though
hydrostatic pressures used were not large enough to c
pletely eliminate a negative total pressure, based on prev
work in vitro19 and in vivo,3 these levels were sufficient t
significantly change the threshold for effects of inertial ca
tation, should it occur.

It is interesting that the hemorrhage areas, depths,
volumes were greater under increased hydrostatic pres
which initially seems counterintuitive. Recent studies20,21

have shown that increased hydrostatic pressure can incr
the damage caused by cavitation on metal foils where c
tation nuclei are trapped in crevices. However, these s
studies showed that inertial cavitation effects on cells w
eliminated by overpressure in the absence of the metal f
These data lead us to suggest that some other phenom
must be responsible for the enhanced effects on hemorr
at the higher hydrostatic pressure.

The change in acoustic impedance difference betw
intercostal tissue and lung was evaluated as a possible e
nation for the enhanced lung damage with increased hy
static pressure. A planar boundary was assumed betwee
tercostal tissue and lung with the incident ultrasonic field
the intercostal tissue and the ultrasonic beam axis norma
the boundary. Lung was modeled as two components c
sisting of air and parenchyma where density

r lung5xairrair1xparenchymarparenchyama ~2!

and adiabatic bulk modulus

Blung5xairBair1xparenchyama
3.5 Bparenchyama, ~3!

and where the volume fractions arexair1xparenchyma51. This
model was selected because it fit the experimental meas
ments of reflection coefficient versus lung inflation in t
fixed lungs of dogs at 2.4 MHz43 and the experimental mea
surements of propagation speed at one lung inflation in fr
lungs of dogs at 2.25 MHz.44 These published measure
ments, of course, were all conducted at atmospheric pres
~0.1 MPa!. The fit to these published measurements yield
rair51.21 kg/m3, rparenchyma5600 kg/m3, Bair5142 kPa, and
Bparenchyma51 GPa forxair50.31, and, in turn, yieldedr lung

5414 kg/m3 and Blung5273 MPa. Propagation speed is d
termined from clung5ABlung/r lung, and impedance from
zlung5Ar lungBlung. These fit values agreed well with pub
lished results. The fit reflection coefficient value relative
1.5 Mrayl was27.7 dB; the published values were betwe
22 and24 dB.43 The fit and published44 lung propagation
speed values were 812 m/s. As hydrostatic pressure
creased from 0.1 to 1.3 MPa,rair increased from 1.21 to 15.
kg/m3 andBair from 0.142 to 1.85 MPa~ideal gas law!, but
r lung increased slightly from 414 to 419 kg/m3 andclung de-
creased slightly from 812 to 808 m/s which resulted in o
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a slight increase inzlung from 336 to 338 krayl. Since the
intercostal tissue is reasonably modeled as incompressib
is shown that there is essentially no change in the reflec
and transmission coefficients as a function of hydrosta
pressure at a constant lung inflation~constantxair50.31). It
is interesting to note that under these conditions, the so
power transmission coefficient is 41%, indicating that 41
of the incident power at the intercostal tissue-lung bound
is transmitted into lung. Thus as a function of hydrosta
pressure, this impedance difference alone cannot explain
enhanced effects on hemorrhage at the higher hydros
pressure.

If the mouse’s breathing pattern was somehow altered
a function of hydrostatic pressure, and this alteration affec
the volume of air inspired and expired, a supposition, then
increase in the power transmitted into lung might occ
From the above two-component lung model at 0.1-MPa
drostatic pressure, if the volume fraction of airxair varied
between 0.25 and 0.40, then the respective sound po
transmission coefficient would vary between 66% and 48
If the increased hydrostatic pressure caused the mous
expire more air, and hence result inxair,0.25, then the
sound power transmission coefficient would be greater t
66% at maximum expiration, i.e., atxair50.20, 72% of the
incident power at the intercostal tissue-lung boundary wo
be transmitted into lung. For this supposition to account
the enhanced lung damage at increased hydrostatic pres
the argument would also have to include a causal relat
ship between the sound power transmission coefficient
lung damage, one that is not yet available.

In summary, the results of these two experiments in
cate that the pathogenesis of ultrasound-induced lung h
orrhage is not caused by inertial cavitation, because l
damage is not inversely correlated with hydrostatic press
Also, there is no significant change of the acoustic proper
of lung tissue as a function of hydrostatic pressure to acco
for the enhanced effects of hemorrhage at elevated hy
static pressure.
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